
Turn on NIBP Trigger record
• Press or touch MENU
• Touch MAINTENANCE
• Touch USER MAINTAIN
• Password “ABC”  OR  “123” -  “OK”
• Touch OTHER SETUPS
• NIBP Trigger Record – “ON”

• Touch TREND TABLE
• Touch the arrow next to Interval reading -- scroll

to the bottom-- select “NIBP”
• Touch Record All
• Touch Record All Again

Example - Not Actual Size — 20 min @ 5 Min Intervals
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Example - Not Actual Size — 60 min @ 5 Min Intervals

RECORDER (PRINTER) SETUP
• Press or touch MENU
• Touch System SETUP
• Touch RECORDER SETUP

IMPORTANT:    
Record Interval must be Off. 

If it is not set to off, waveforms will print continually.
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NOTE: Grid paper loads opposite

PRINT OUT AT THE END

PRINTOUT EACH TIME BP IS TAKEN



Option I:
• Press the FREEZE button,
• Touch TIME Box Scroll to Desired Time
• Touch RECORD

Option II:
Touch the Short Cut RECORD — waveform will print 
according to the settings in Recorder Setup
{8s,20s,Continual}

Example - Not Actual Size 
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TROUBLESHOOTING:

• Press MENU
• Touch REVIEW
• Touch HISTORY PATIENT
• Choose your Storage Device
• Choose the Name of the patient or the date/time of the case
• Touch TREND TABLE
• Follow steps above “Trend Table” Print

•
•

Press MENU

•
Touch COMMON FUNCTION

•
Touch DATA STORE
Storage Medium – INTERNAL STORAGE
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